Sample Results: EGISKEPyKES)

Abundance  Scan 1904 (13.369 min): 4D78959.D\data.ms (-1896) (-) #80
166 tetrachloroethene
Concen: 61.77 ug/L
58 129 RT: 13.369 min Scan# 1904
Ref 50 Delta R.T. 0.000 min
94 Lab File: 4D79213.D
Acqg: 18 May 2017 3:38 am
7 85 i ~
ot codd Sl R e
miz--> 40 60 80 100 120 140 160 Tgt Ion:164 Resp: 110388
Abundance Scan 1904 (13.369 min): 4D79213.D\data.ms lon Ratio Lower Upper
166 164 100
) 129  93.0 62.4 122.4
131 9052 CTEAT e I 17 O |
Raw gg 5 166 131.8 97.3 157.3
Abundance
47 o o
c,,?n?,.l‘l..',l.?‘?.,li....J,...1.”,,,.,1”..1.‘.'., o 13369
miz--> 40 60 80 100 120 140 160
Abundance Scan 1904 (13.369 min): 4D79213.D\data.ms (-1809) (-) 60000:
1
129 40000
Sub 50 e
20000
a7 e & |
37 \L AT | I £ Il 0
e I L e e
miz—-> 40 60 80 100 120 140 160 Time—>  13.30 13.40
4D79213.D M4D3413.M Thu May 18 13:42:09 2017 RPT1 Page 6

SGS  nccurest
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Sample Results: EEISIECYALRY)

Quantitation Report

Data Path C:\msdchem\1l\data\

Data File 4D79214.D

Acg On 18 May 2017 4:06 am
Operator BridgetK

Sample jcd43354-3

Misc : MS16090,Vv4D3423,5,,,,1
ALS Vial : 46 Sample Multiplier:

Quant Time: May 18 13:42:38 2017
Quant Method
Quant Title

QLast Update

Response via Initial Calibration

il

C:\MSDCHEM\1\METHODS\M4D3413.M
SW846 8260C, DB-624 60 m x 0.25 mm x 1.4 um
Wed May 10 12:20:55 2017

(QT Reviewed)

Compound
Internal Standards
1) tert butyl alcohol-d9 A
5) pentafluorobenzene 10%
52) 1,4-difluorobenzene KA
74) chlorobenzene-d5 14.
98) 1,4-dichlorobenzene-d4 165
System Monitoring Compounds
44) dibromofluoromethane (s) 1.0 5
Spiked Amount 50.000 Range

53) 1,2-dichloroethane-d4 (s) 10%
Spiked Amount 50.000 Range
75) toluene-d8 (s) 1:2:4
Spiked Amount 50.000 Range
99) 4-bromofluorobenzene (s) 5%
Spiked Amount 50.000 Range
Target Compounds
46) 1,1,1-trichloroethane 10 B
80) tetrachloroethene 134
(#) = qualifier out of range (m) =

T. QIon Response Conc Units Dev(Min)
550 65 134410 500.00 ug/L 0.00
098 168 185458 50.00 ug/L 0.00
042 114 278467 50.00 ug/L 0.00
19817 235393 50.00 ug/L 0.00
578 . 1562 119221 50.00 ug/L 0.00
085 113 97859 582500l 0.00

76 120 Recovery = 106.50%

533 65 108253 53.83 ug/L 0.00

73 122 Recovery = 107.66%

709 98 11393 51 1 ug/h 0.00

84 119 Recovery = 102.22%

372 95 1127251 51.09 ug/L 0.00

78 117 Recovery = '102.18%

Qvalue
187 97 3584 1.3 ug /Ll 88
370 164 4330 2/:56 sug/l 96
manual integration (+) = signals summed

M4D3413.M Thu May 18 13:42:45 2017 RPT1

4D79214.D: JC43354-3 HSSER-SMWO01-050917 page 1 of 3
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Sample Results: I rALRs)

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\l\data\
Data File : 4D79214.D

Acg On : 18 May 2017 4:06 am
Operator : BridgetK

Sample z:jec43354-3

Misc i MS16090,V4D3423,5, ;,,1
ALS Vial : 46 Sample Multiplier: 1

Quant Time: May 18 13:42:38 2017

Quant Method : C:\MSDCHEM\1\METHODS\M4D3413.M

Quant Title : SW846 8260C, DB-624 60 m x 0.25 mm x 1.4 um
QLast Update : Wed May 10 12:20:55 2017

Response via : Initial Calibration

Abundance TIC: 4D79214.D\data.ms
6000004

550000

e-d5, |

o

totrene-dB-{s7S

5000004

ct

44-dichtorobenzene-d4, |

4500004

. 400000}

3500004

obenzene (s),S

iob B

1,4-difluorobenzene, |
4

300000;

2500004

2000004

1,2-dichloroethane-d4 (s),S

150000;

100000/

tert butyl alcohol-d9

tetrachloroethene,M

50000:

‘II’ D S i B o e J..LrL...,....I.l.. R e B T

T ) gy
Time--> 400 500 600 7.00 800 900 10.00 11.00 12.00 13.00 14.00 15.00 16.00 17.00 18.00 19.00 20.00 21.|00

M4D3413.M Thu May 18 13:42:45 2017 RPT1 Page: 2
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Sample Results: EEIIECPAERY)

Abundance Scan 1297 (10.187 min): 4D78959.D\data.ms (-1285) (-) #46
97 1,1,1-trichloroethane
Concen: 1.13 ug/L
RT: 10.187 min Scan# 1297
Ref 50 61 Delta R.T. 0.000 min
Lab File: 4D79214.D
119 Acqg: 18 May 2017 4:06 am
o 36 47 82 207
miz-> 40 60 80 100 120 140 160 180 200 Tgt Ion: 97 Resp: 3584
Abundance Scan 1297 (10.187 min): 4D79214.D\data.ms lon . Batio - Lower -Upper
d47 97 100
40 99 78.3 34.0 94.0
61 47 .8 14.9 74.9
Raw 50. 61
Abundance
117 168 40000 ~
—
L e s w
miz--> 40 80 100 120 140 160 180 200 30000
Abundance Scan 1297 (10.187 min): 4D79214.D\data.ms (-1192) (-)
97
20000
Sub 50 61
10000:
17 u 10.187
AT G | [..U.“[.... SRR I e e e
miz--> 40 60 80 100 120 140 160 180 200 Time--> 1015 1020 10.25
Abundance Scan 1904 (13.369 min): 4D78959.D\data.ms (-1896) (-) #80
166 tetrachloroethene
Concen: 2.56: ug/L
58 129 RT %, 13.370smin “Scah# 1904
Ref 50 Delta R.T. 0.001 min
Lab File: 4D79214.D
Acq: 18 May 2017 4:06 am
5 ....,,.J.,...|.,....,I.... 7S W | SN P
miz-> 30 4 50 6 70 80 80 100110 130 130 140 150 180 170 | Tgt Ion:164 Resp: 4330
Abundance Scan 1904 (13.370 min): 4D79214.D\data.ms Ton Ratio Lower Upper
166 164 100
r54 139 872y . "e2.4 @24
131 8657 534 11754
Raw g5g 94 166 120.4 Glee3d < 15153
Abundance
' ' 3000 1 0
0 Il l l
","”V"q””p".””“”quuvuquupnqnupuq”.p”q
m/z--> 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
Abundance  Scan 1904 (13.370 min): 4D79214.D\data.ms (-1809) (-)
166 2000
129
FUR. g 94 : 1000
47
‘ 59 o ]
c...,,....‘,....},'....,....,!'... e e e s o e
m/z--> 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 Time--> 13.35 13.40
4D79214.D M4D3413.M Thu May 18 13:42:45 2017 RPT1 Page 3
82 of 237
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Sample Results: EISIEPAERS)

Quantitation Report

Data Path C:\msdchem\1l\data\

Data File 4D79215.D

Acg On 18 May 2017 4:33 am
Operator BridgetK

Sample jcd43354-4

Misc : MS16090,Vv4D3423,5,,,,1
ALS Mial- 44 Sample Multiplier:

Quant Time: May 18 13:43:22 2017
Quant Method
Quant Title

QLast Update

Response via

SW846 8260C,
Initial Calibration

Compound

i

C:\MSDCHEM\1\METHODS\M4D3413.M
DB-624 60 m x 0.25 mm x 1.4 um
Wed May 10 12:20:55 2017

Response

(QT Reviewed)

Conc Units Dev (Min)

Internal Standards

1) tert butyl alcohol-d9 s
5) pentafluorobenzene 1.0
52) 1,4-difluorobenzene 11T
74) chlorobenzene-d5 14..
98) 1,4-dichlorobenzene-d4 16.

System Monitoring Compounds

555
098
042
198
578

087
76
528

709

113
=120
65
~r 122
98
~. 119
25
= 12157

136369

189344 50
283250 507
241289 50
121301 50+

99180 52

Recovery

110909 54.

Recovery

314551 50

Recovery

113624 S0k

Recovery

1534

4109

645
38347

6206
23421

4563

1018
43568 &

GQQONINOVWO OO
R Bl ey @ @ s i®

ug/L 0.00
ug/L 0.00
ug/L 0.00
ug/L 0.00
ug/L 0.00
ug/L 0.00
105.72%
ug/L 0.00
108.44%
ug/L 0.00
100.74%
ug/L 0.00
101.20%
Qvalue
ug/L 86
ug/L 98
ug/L # 54
ug/L 99
ug/L 98
ug/L 98
ug/L 98
ug/L 87
ug/L 97

44) dibromofluoromethane (s) 10.
Spiked Amount 50.000 Range
53) 1,2-dichloroethane-d4 (s) 105
Spiked Amount 50.000 Range
75) toluene-d8 (s) 12
Spiked Amount 50.000 Range
99) 4-bromofluorobenzene (s) 15:
Spiked Amount 50.000 Range
Target Compounds
18) 1,1-dichloroethene 6
25) methyl tert butyl ether 8
26) trans-1,2-dichloroethene BiL
29) 1,1-dichloroethane 8
37) cis-1,2-dichloroethene 9
46) 1,1,1-trichloroethane 10.
61) trichloroethene 1ls
66) 1,2-dichloropropane LI%
80) tetrachloroethene 13"
(#) = qualifier out of range (m) =

manual integration

M4D3413.M Thu May 18 13:43:29 2017 RPT1

4D79215.D: JC43354-4 HSSER-GMZ01-050917 page 1 of 7
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Sample Results: EEIIEPAERY)

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\l\data\
Data File : 4D79215.D

Acg On : 18 May 2017 4:33 am
Operator : BridgetK

Sample $-13.c48354=4

Misc : MS16090,V4D3423,5,,,,1
ALS Vial : 47 Sample Multiplier: 1

Quant Time: May 18 13:43:22 2017
Quant Method : C:\MSDCHEM\1\METHODS\M4D3413.M

Quant Title : SW846 8260C, DB-624 60 m x 0.25 mm x 1.4 um
QLast Update : Wed May 10 12:20:55 2017
Response via : Initial Calibration
Abundance TIC: 4D79215.D\data.ms
600000;
I
550000 bt
. -—
% !
¢ 5
5000004 g;
a ]
1 s ¥
&
4500004 g
- © g
£ & £
400000 § g
b=
§ 3
4
= 3
3500001 4
3000004
i
@ .
250000/ 5 s
% 4
2
200000 £
3
N
150000{
:
o
=
s = s ;
100000f 22 & § 2
= 5 g 3 =3
! “§ i i i
b 5
BN S i
50000 ke : T 55
Ay 8 3
Time--> 400 500 600 700 800 900 10.00 11.00 1200 13.00 14.00 1500 16.00 17.00 18.00 19.00 20.00 21.00
M4D3413.M Thu May 18 13:43:29 2017 RPT1 Page: 2

SGS  sccyrest
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Sample Results: EISIEPAERS

Abundance Scan 651 (6.800 min): 4D78959.D\data.ms (-639) (-)
M |
Ref 50
0
m/z--> 40 60 80 100 120 140 160 180 200
Abundance Scan 653 (6.811 min): 4D79215.D\data.ms
40 61
96
Raw 50.
Ob— ‘ |....,..,.lmrl.... e
m/z--> 40 60 80 100 120 140 160 180 200
Abundance Scan 653 (6.811 min): 4D79215.D\data.ms (-556) (-)
61
96
Sub
50
40
L I S SIS WL B S BN B S
m/z--> 40 60 80 100 120 140 160 180 200
Abundance Scan 888 (8.043 min): 4D78959.D\data.ms (-871) (-)
B
61
‘ Ref 50 96
43
o 207
m/z--> 40 60 80 100 120 140 160 180 200
Abundance Scan 887 (8.037 min): 4D79215.D\data.ms
40 P
Raw 501
5|7 9% 207
R e = o o R e B e
m/z--> 40 60 80 100 120 140 160 180 200
Abundance Scan 88;(8.037 min): 4D79215.D\data.ms (-793) (-)
13
Sub
50
41 57 %
|| ' 207
L
m/z--> 40 60 80 100 120 140 160 180 200

4D79215.D M4D3413.M

4D79215.D: JC43354-4 HSSER-GMZ01-050917 page 3 of 7

Thu May 18 13:43:29 2017

#18
1,1-dichloroethene
Concen: 0.79 ug/L
RT: 6.811 min Scan# 653
Delta R.T. 0.011 min
Lab File: 4D79215.D
Acqg: 18 May 2017 4:33 am
Tgt Ion: 96 Resp: 1534
Ion Ratio Lower Upper
96 100
61 147.2° 138.9 .198.9
63 49.1 2/5',3 85.3
Abundance
1000 ~
=
800 s
6.81
600
400
200
0l llll'lvllllll
Time--> 6.75 6.80 6.85
#25
methyl tert butyl ether
Concen: 0.59 ug/L
RT: 8.037 min Scan# 887
Delta R.T. -0.006 min
Lab File: 4D79215.D
Acqg: 18 May 2017 4:33 am
Tgt Ion: 73 Resp: 41009
Ion Ratio Lower Upper
73 . 160
57 21.:5 0.0 67.8
Abundance
1200
1000
800
600
400
200
A A S e
Time--> 7.95 8.00 805 810
RPT1 Page 3
85 of 237
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Sample Results: IS PAERS

Abundance Scan 889 (8.048 min): 4D78959.D\data.ms (-878) (-)
7B
61
Ref 50 -
41
o.
m/z--> 40 60 80 100 120 140 160 180 200
Abundance Scan 891 (8.058 min): 4D79215.D\data.ms
40
73
Raw 50
61 96
“| 1 207
O LI B o o e
m/z--> 40 60 80 100 120 140 160 180 200
Abundance Scan 891 (8.058 min): 4D79215.D\data.ms (-784) (-)
73
Sub
50
61 %
41 ‘
ol
R B e e S R R s e e
m/z--> 40 60 80 100 120 140 160 180 200
Abundance Scan 1008 (8.672 min): 4D78959.D\data.ms (-996) (-)
[5<}
43
Ref 50
83
98
04
miz--> 40 60 80 100 120 140 160 180 200
Abundance Scan 1008 (8.672 min): 4D79215.D\data.ms
63
Raw 50.
83
44 98 207
O+ e
m/z--> 40 60 80 100 120 140 160 180 200
Abundance Scan 1008 (8.672 min): 4D79215.D\data.ms (-896) (-)
63
Sub
50,
83
ol 36 47 1 207
R B I o e
m/z--> 40 60 80 100 120 140 160 180 200

4D79215.D M4D3413.M

4D79215.D: JC43354-4 HSSER-GMZ01-050917 page 4 of 7

Thu May 18 13:43:30 2017

#26
trans-1,2-dichloroethene
Concen: 0.27 ug/L
RT: 8.058 min Scan# 891
Delta R.T. 0.010 min
Lab File: 4D79215.D
Acqg: 18 May 2017 4:33 am
Tgt Ion: 96 Resp: 645
Ion Ratio Lower Upper
96 100
6l - 114. 951238 +183.8%
98 0.0 34.8 94 .8%
Abundance
500 ™
=Y
400 s
8.058
300
200{
100
0 I T T T T | T T T T |
Time--> 8.00 8.05 8.10
#29
1,1-dichloroethane
Concen: 9.25 Thg/E
RT: 8.672 min Scan# 1008
Delta R.T. =-0.000 min
Lab File: 4D79215.D
Acqg: 18 May 2017 4:33 am
Tgt Ion: 63 Resp: 38347
Ion Ratio Lower Upper
63 100
65 318 15 61.6
83 12.2 0.0 43054
Abundance

150001 a2

10000

5000
e

8.60 865 8.70 8.75

Time-->

RPT1 Page 4
86 of 237
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Sample Results: GISIgryENs)

Abundance  Scan 1162 (9.479 min): 4D78959.D\data.ms (-1152) (-) #37
6 cis-1,2-dichloroethene
96 Concen: 2.46 ug/L
RT: 9.479 min Scan# 1162
Ref 50 Delta R.T. 0.000 min
Lab File: 4D79215.D
77 Acqg: 18 May 2017 4:33 am
41 L |
o AR IR DU (XA TS L S G FALE 1P R 5 MR . X
miz--> 40 6 80 100 120 ‘A0 480 180 200 | 9t Ian: 96 Resp: 6206
Abundance Scan 1162 (9.479 min): 4D79215.D\data.ms Ton: ARtacvihawnt:s Uppat
et 96 100
o 61 138.3 108.6 168.6
98 68.7 3349 93.9
Raw 50.
Abundf&)cg
40 ~
1 207 :
) S Aany L
miz--> 40 60 80 100 120 140 160 180 200 3000
Abundance Scan 1162 (9.479 min): 4D79215.D\data.ms (-1061) (-)
8
s 2000
Sub
0 1000
47
0 SRS e o I T [ e e o
miz--> 40 60 80 100 120 140 160 180 200  Time-> 9.40 945 950 9.55
Abundance  Scan 1297 (10.187 min): 4D78959.D\data.ms (-1285) (-) #46
q7 1,1,1-trichloroethane
Concen: 7«25 ug/L
RTs 10,187 min.  Scan# ‘1297
Ref 50 61 Delta R.T. 0.000 min
Lab File: 4D79215.D
119 Acqg: 18 May 2017 4:33 am
ol 38 47 82 || |, 207
| S P s sanns Cas ¢ !
miz—-> 40 60 80 100 120 140 160 180 200 Tgt Ion: 97 Resp: 23421
Abundance Scan 1297 (10.187 min): 4D79215.D\data.ms Ion Ratio Lower Upper
97 97 100
99 . #E6L3 . 3ALO5L0M,0
61 46.0 14.9 74.9
Raw 50 61
Abundance
119
. 40 82 168 207 40000
miz--> 40 60 80 100 120 140 160 180 200
Abundance  Scan 1297 (10.187 min): 4D79215.D\data.ms (-1192) (-) 30000
g7
20000
Sub 50) 61
119
36 47 82 i . 168 of
) e e L n s SR e e e
miz--> 40 60 80 100 120 140 160 180 200  Time—> 10.10 10.20 ‘
4D79215.D M4D3413.M Thu May 18 13:43:30 2017 RPT1 Page 5
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Sample Results: EISIEPREN

Abundance  Scan 1527 (11.393 min): 4D78959.D\data.ms (-1518) (-) #61
9% 130 trichloroethene
Concen: 2.07 ug/L
R 110393 mins -Sean# ~ 1527
Ref 50 60 Delta R.T. -0.000 min
Lab File: 4D79215.D
47 Acqg: 18 May 2017 4:33 am
0 37 73 82 il
1 L L L B R LR R R ! %
mz-> 30 40 50 60 70 80 90 100 110 120 130 140 19t Ion:130 Resp: 4563
Abundance Scan 1527 (11.393 min): 4D79215.D\data.ms Ion Ratio Lower Upper
95 130 130 100
9510519 10 71l30% T
1305250070 F0-02021:30,.. 0
Raw go 60 132 09.9.6702 127.2
40 Abundance
11393
47 2500 =
| ESIEN: 3 W EOELY § IITUCEE. TR ||| TR T, ¢ | i N
m/iz--> 30 40 50 60 70 80 90 100 110 120 130 140 2
Abundance  Scan 1527 (11.393 min): 4D79215.D\data.ms (-1428) (-)
95 130 1500
1000
Sub 50 60
500
47
m/z--> 30 40 50 60 70 80 90 100 110 120 130 140 Time--> 11:35 11.40 11.45
Abundance Scan 1574 (11.639 min): 4D78959.D\data.ms (-1565) (-) #66
1,2-dichloropropane
Concen: 0.42 ug/L

RE:Y .- 11.645 min “Scan# 1575
Delta R.T. 0.006 min
Lab File: 4D79215.D
Acg: 18 May 2017 4:33 am

Ref 50

0f 1 2
mz-> 30 40 50 60 70 80 90 100 110 120 19t Ion: 63 Resp: 1018
Abundance Scan 1575 (11.645 min): 4D79215.D\data.ms Ion Ratio Lower Upper
40 63 100
112 0.0 0.0 32.9
63 65 ‘24,7 1.5 61.5
Raw 50
Abundance
l‘ i 76 600 11845
mz—> 30 40 50 60 70 80 90 100 110 120
Abundance Scan 1575 (11.645 min): 4D79215.D\data.ms (-1479) (-) 400
63
300]
Sub 50 41 200
76
' ke \
c l “ 0
NSRS | W SHSSEEKAYS | TS WU S e
miz—> 30 40 50 60 70 80 90 100 110 120 Time->  11.60 11.65
4D79215.D M4D3413.M Thu May 18 13:43:30 2017 RPT1 Page 6
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Sample Results: EISYEVSERY

Abundance Scan 1904 (13.369 min): 4D78959.D\data.ms (-1896) (-) #80
166 tetrachloroethene
Concen: 25, 13 . ug/L
58 129 RT: 13.370 min  ‘Scan# 1904
Ref 50 Delta R.T. 0.001 min
94 Lab File: 4D79215.D
2 oy Acqg: 18 May 2017 4:33 am
SN iR | S 0| O |
miz--> 40 60 80 100 120 140 160 Tgt. Ion:164 Resp: 43568
Abundance Scan 1904 (13.370 min): 4D79215.D\data.ms Ion Ratio Lower Upper
166 164 100
126 129  94.0 62.4 122.4
131 91:5 574t 1A 7cA
Raw g 166 131.1 97.3 157.3
94 Abundance
47 59
82
m/z--> 40 60 80 100 120 140 160
Abundance Scan 1904 (13.370 min): 4D79215.D\data. ms (-1809) (-)
1 20000
129
Sub
50 o4 10000
47 50
82
m/z--> 40 80 100 120 140 160 Time--> 13.30 13.35 1340 13.45
4D79215.D M4D3413.M Thu May 18 13:43:30 2017 RPT1

4D79215.D: JC43354-4 HSSER-GMZ01-050917 page 7 of 7
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Sample Results: EISIErERY)

Quantitation Report

Data Path C:\msdchem\1l\data\

Data File 4D79216.D

Acg On 18 May 2017 5:01 am
Operator BridgetK

Sample jc43354-5

Misc $"ME816090;:V4D3423,:5,%% il
ALS Vial : 48 Sample Multiplier: 1

Quant Time: May 18 13:43:58 2017

Quant Method C:\MSDCHEM\1\METHODS\M4D3413.M
Quant Title
QLast Update
Response via

Wed May 10 12:20:55 2017
Initial Calibration

(QT Reviewed)

SW846 8260C, DB-624 60 m x 0.25 mm x 1.4 um

Compound R.T. QIon Response Conc Units Dev(Min)
Internal Standards
1) tert butyl alcohol-d9 7 i8egato 15y 65 130778 500.00 ug/L 0.00
5) pentafluorobenzene 10:.103 /-168 182567 50.00 ug/L 0.00
52) 1,4-difluorobenzene 11.042°. 114 272056 50.00 ug/L 0.00
74) chlorobenzene-d5 14998 LY 231915 50.00 ug/L 0.00
98) 1,4-dichlorobenzene-d4 16.678 152 117008 50.00 ug/L 0.00
System Monitoring Compounds
44) dibromofluoromethane (s) T05:08% 18 85553 52.81 ug/L 0.00
Spiked Amount 50.000 Range 76 - 120 Recovery = 105:62%
53) 1,2-dichloroethane-d4 (s) 10.533 65 106860 54.39 ug/L 0.00
Spiked Amount 50.000 Range 73 - 122 Recovery = 108.78%
75) toluene-d8 (s) L 2:7109 98 300319 50.03 ug/L 0.00
Spiked Amount 50.000 Range 84 - 119 Recovery = 100.06%
99) 4-bromofluorobenzene (s) £S5 302 95 110096 50.83 ug/L 0.00
Spiked Amount 50.000 Range 78 - 117 Recovery = 101.66%
Target Compounds Qvalue
29) 1,1-dichloroethane B2 67 63 4067 1.02 ug/L 96
37) cis-1,2-dichloroethene 9.490 96 361 0.15 ug/L # 75
80) tetrachloroethene 13375 164 918 0355 ug/L 90
(#) = qualifier out of range (m) = manual integration (+) = signals summed

M4D3413.M Thu May 18 13:44:05 2017 RPT1

4D79216.D: JC43354-5 HSSER-SMW02-051017 page 1 of 4

-

Page: 1
90 of 23
SGS  accuresr
JC43354



Sample Results: I rylRs]

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\l\data\
Data File : 4D79216.D

Acqg On : 18 May 2017 5:01 am
Operator : BridgetK

Sample $.:3c43354=5

Misc : . MS16090,V4AD3423,5;,,,1
ALS Vial : 48 Sample Multiplier: 1

Quant Time: May 18 13:43:58 2017

Quant Method : C:\MSDCHEM\1\METHODS\M4D3413.M

Quant Title : SW846 8260C, DB-624 60 m x 0.25 mm x 1.4 um
QLast Update : Wed May 10 12:20:55 2017

Response via : Initial Calibration

Abundance TIC: 4D79216.D\data.ms

56000
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Sample Results: IS rAN)

Abundance Scan 1008 (8.672 min): 4D78959.D\data.ms (-996) (-)
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#29
1l,1-dichloroethane
Concen: 1:02 ag/L
R 8.677 min Scan# 1009
Delta R.T. :0.005 min
Lab File: 4D79216.D
Acqg: 18 May 2017 5:01 am
Tgt Ton: 63 Resp: 4067
Ion Ratio Lower Upper
637 100
65 29.1
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83 11485 070 43.1
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#37
cis-1,2-dichloroethene
Concen: 0-:45 ug/L
RT3 9.490 min Scan# 1164
Delta R.T. 0.011 min
Lab File: 4D79216.D
Acqg: 18 May 2017 5:01 am
Tgt Ion: 96 Resp: 361
Ion Ratio Lower Upper
96 100
61 95.9 -108.6 168.6%#

98 62.7 33,9 98,9
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Sample Results: EIIEYATRY

Abundance  Scan 1904 (13.369 min): 4D78959.D\data.ms (-1896) (-) #80
tetrachloroethene
Concen: 0.55 ug/L
RT:. 13.375 min® Scan# 1905
Ref 50 Delta R.T. 0.006 min
Lab File: 4D79216.D
Acqg: 18 May 2017 5401 am
miz--> %o 40 50 60 70 80 90 100 110 120 130 140 150 160 170 Tgt Ion:164 Resp: 913
Abundance Scan 1905 (13.375 min): 4D79216.D\data.ms on Rty LoWer . Upper
4b 164 100
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129 164 1315 w7 8™ . B aal 1174
Raw s 166 99.6 97.3 157.3
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Abundance  Scan 1905 (13.375 min): 4D79216.D\data.ms (-1809) (-)
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miz—-> 30 40 50 60 70 80 90 100 110 120 130 140 150 160170  Time--> 13.35 13.40
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Sample Results: I rayHe)

Quantitation Report

(QT Reviewed)

Data Path C:\msdchem\1l\data\

Data File 4D79217.D

Acg On 18 May 2017 5229 am
Operator BridgetK

Sample jcd43354-6

Misc : MS16090,V4D3423,5,,,,1
ALS Vial : 49 Sample Multiplier: 1

Quant Time: May 18 13:44:31 2017

Quant Method C:\MSDCHEM\1\METHODS\M4D3413.M

Quant Title SW846 8260C, DB-624 60 m x 0.25 mm x 1.4 um
QLast Update Wed May 10 12:20:55 2017

Response via Initial Calibration

Compound R.T. QIon Response Conc Units Dev(Min)
Internal Standards
1) tert butyl alcohol-d9 12560 65 134172 500.00 ug/L 0.00
5) pentafluorobenzene 10,103 168 189028 50.00 ug/L 0.00
52) 1,4-difluorobenzene 11.042 :114 282925 50.00 ug/L 0.00
74) chlorobenzene-d5 14,198,117 239840 50.00 ug/L 0.00
98) 1,4-dichlorobenzene-d4 16.578" 152 122382 50.00 ug/L 0.00
System Monitoring Compounds
44) dibromofluoromethane (s) 10.087::..113 99188 52.95 ug/L 0.00
Spiked Amount 50.000 Range 76 - 120 Recovery = 105.90%
53) 1,2-dichloroethane-d4 (s) 10.533 65 110718 54.19 ug/L 0.00
Spiked Amount 50.000 Range 73 - 122 Recovery = 108.38%
75) toluene-d8 (s) 12709 98 311625 50.20 ug/L 0.00
Spiked Amount 50.000 Range 84 - 119 Recovery = 100.40%
99) 4-bromofluorobenzene (s) Y5372 95 115005 5022 vag/ll 0.00
Spiked Amount 50.000 Range 78 - 117 Recovery = 101.54%
Target Compounds Qvalue
80) tetrachloroethene 13.370", 164 5966 3.46 ug/L 98
(#) = qualifier out of range (m) = manual integration (+) = signals summed
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Sample Results: I IEPAYRY)

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\l\data\
Data File : 4D79217.D

Acg On 1418 "'May., 2007 5:29 am
Operator : BridgetK

Sample :"jc43354=6

Misc : MS16090,v4D3423,5,,,,1
ALS:Vial 749 Sample Multiplier: 1

Quant Time: May 18 13:44:31 2017

Quant Method : C:\MSDCHEM\1\METHODS\M4D3413.M

Quant Title : SW846 8260C, DB-624 60 m x 0.25 mm x 1.4 um
QLast Update : Wed May 10 12:20:55 2017

Response via : Initial Calibration

Abundance TIC: 4D79217.D\data.ms
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Sample Results: EEISIECPAVHAS

Abundance  Scan 1904 (13.369 min): 4D78959.D\data.ms (-1896) (-) #80
166 tetrachloroethene
Concen: 3.46 ug/L
58 129 RT: 13.370 min Scan# 1904
Ref 50 Delta R.T. 0.001 min
94 Lab File: 4D79217.D
T Acqg: 18 May 2017 5:29 am
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